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  Gomco Clamp was applied to 15 cases of phimosis at OPD． We obtained following observations
through our experience．
  1） Gomco Glamp was not used in all cases ofphimosis， but it was useful because of s皿all bleeding
throughout the operative procedure and little edema after operation．
  2） It is necessary to clamp more than ten皿inutes．














大別するとbase plate， top plate， cone， screwの4つ
の部品で構成きれている（Fig．1）・















































































































             林正・ほか＝Gomco C玉amp・包皮環状切除
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